
CENTERS FOR DISEASE CONTROL AND PREVENTION (CDC) TLI  RESULTSa

FOR SEPTEMBER 12, 1995 DONOR SHIPMENT SPECIMENS

Panel Participant CDC HIV-1 Antibody CD45 CD14 CD3 / CD3 / CD3 / CD3 / CD3
Letter Laboratory Donor Status and CD4 CD4 CD8 CD19 (CD56 & Average

Vial Label Number Cell Count CD16)

+

b

+ + +

+

+

+

-

+

-

+

+

A A1, A5 01 P-H 98 0 42 47 4 5 91

A2 08 P-L 95 0 1 35 36 15 41

A3 12 N 99 0 53 23 11 7 75

A4 13 N 99 0 50 24 17 7 76

B B1 09 P-L 99 0 1 50 33 8 56

B2 13 N 99 0 50 24 17 7 76

B3, B4 02 P-H 99 0 38 42 10 5 84

B5 14 N 99 0 35 23 20 11 68

C C1, C2 03 P-H 96 0 44 37 8 10 81

C3 15 N 99 0 52 27 6 10 85

C4 12 N 99 0 53 23 11 7 75

C5 10 P-L 96 0 13 44 8 27 60

D D1 12 N 99 0 53 23 11 7 75

D2, D4 04 P-H 97 0 27 59 4 6 91

D3 08 P-L 95 0 1 35 36 15 41

D5 13 N 99 0 50 24 17 7 76

E E1 13 N 99 0 50 24 17 7 76

E2 15 N 99 0 52 27 6 10 85

E3 09 P-L 99 0 1 50 33 8 56

E4, E5 05 P-H 99 0 48 29 13 7 79

F F1 14 N 99 0 35 23 20 11 68

F2, F3 06 P-H 99 0 34 53 5 9 85

F4 10 P-L 96 0 13 44 8 27 60

F5 12 N 99 0 53 23 11 7 75

G G1 14 N 99 0 35 23 20 11 68

G2, G4 07 P-H 98 0 33 42 10 2 83

G3 15 N 99 0 52 27 6 10 85

G5 11 P-L 99 0 10 50 20 11 64

a Results shown are an average of results obtained using a BD FACScan and an EPICS Elite
b + +P-H, HIV-1 antibody positive, CD4  cell counts $ 500; P-L, HIV-1 antibody positive, CD4  cell counts # 200;

+    P-M, HIV-1 antibody positive, CD4  cell counts > 200 but < 500; N, HIV-1 antibody negative

CDC Model Performance Evaluation Program
T-Lymphocyte Immunophenotyping



CENTERS FOR DISEASE CONTROL AND PREVENTION (CDC) TLI  RESULTSa

FOR SEPTEMBER 19, 1995 DONOR SHIPMENT SPECIMENS

Panel Participant CDC HIV-1 Antibody CD45 CD14 CD3 / CD3 / CD3 / CD3 / CD3
Letter Laboratory Donor Status and CD4+ CD4 CD8 CD19 (CD56 & Average

Vial Label Number Cell Count CD16)b

+ + +

+

+

+

-

+

-

+

+

H H1 24 P-L 99 0 10 71 8 5 86

H2 29 N 98 1 45 17 17 13 69

H3, H5 17 P-H 99 0 47 30 16 5 79

H4 28 N 99 0 50 22 14 11 75

I I1, I4 18 P-H 99 0 28 63 2 2 95

I2 27 N 99 0 43 22 20 10 68

I3 25 P-L 97 0 14 56 9 8 80

I5 30 N 99 1 67 19 7 6 87

J J1 23 P-M 99 0 18 46 15 16 68

J2 28 N 99 0 50 22 14 11 75

J3, J5 19 P-H 98 0 38 41 10 3 83

J4 27 N 99 0 43 22 20 10 68

K K1, K5 20 P-H 99 0 40 40 11 4 83

K2 24 P-L 99 0 10 71 8 5 86

K3 29 N 98 1 45 17 17 13 69

K4 28 N 99 0 50 22 14 11 75

L L1 25 P-L 97 0 14 56 9 8 80

L2, L5 21 P-H 99 1 36 41 13 3 81

L3 27 N 99 0 43 22 20 10 68

L4 30 N 99 1 67 19 7 6 87

M M1 23 P-M 99 0 18 46 15 16 68

M2 27 N 99 0 43 22 20 10 68

M3, M5 16 P-H 99 0 26 59 4 8 85

M4 28 N 99 0 50 22 14 11 75

N N1, N4 22 P-H 99 0 22 69 6 1 92

N2 26 P-M 97 0 19 52 16 7 75

N3 29 N 98 1 45 17 17 13 69

N5 30 N 99 1 67 19 7 6 87

a Results shown are an average of results obtained using a BD FACScan and an EPICS Elite
b + +P-H, HIV-1 antibody positive, CD4  cell counts $ 500; P-L, HIV-1 antibody positive, CD4  cell counts # 200;

+    P-M, HIV-1 antibody positive, CD4  cell counts > 200 but < 500; N, HIV-1 antibody negative

CDC Model Performance Evaluation Program
T-Lymphocyte Immunophenotyping



CENTERS FOR DISEASE CONTROL AND PREVENTION (CDC) TLI  RESULTSa

FOR SEPTEMBER 26, 1995  DONOR SHIPMENT SPECIMENS

Panel Participant CDC HIV-1 Antibody CD45 CD14 CD3 / CD3 / CD3 / CD3 / CD3
Letter Laboratory Donor Status and CD4 CD4 CD8 CD19 (CD56 & Average

Vial Label Number Cell Count CD16)

+

b

+ + +

+

+

+

-

+

-

+

+

O O1 44 N 98 0 50 9 29 10 60

O2, O3 33 P-H 99 0 28 57 9 3 87

O4 42 N 99 0 21 50 8 11 79

O5 40 P-L 98 1 5 72 12 4 85

P P1, P3 34 P-H 97 0 36 43 12 4 79

P2 43 N 99 0 46 26 17 10 72

P4 38 P-L 98 0 1 41 22 20 54

P5 42 N 99 0 21 50 8 11 79

Q Q1 39 P-L 100 1 1 56 29 8 62

Q2, Q4 35 P-H 98 0 44 32 11 9 79

Q3 45 N 98 1 64 21 9 3 86

Q5 43 N 99 0 46 26 17 10 72

R R1, R5 36 P-H 98 0 19 72 5 4 89

R2 40 P-L 98 1 5 72 12 4 85

R3 42 N 99 0 21 50 8 11 79

R4 45 N 98 1 64 21 9 3 86

S S1, S5 31 P-H 99 0 20 61 7 2 89

S2 42 N 99 0 21 50 8 11 79

S3 43 N 99 0 46 26 17 10 72

S4 38 P-L 98 0 1 41 22 20 54

T T1 43 N 99 0 46 26 17 10 72

T2 39 P-L 100 1 1 56 29 8 62

T3, T4 32 P-H 99 0 37 43 13 4 82

T5 44 N 98 0 50 9 29 10 60

a Results shown are an average of results obtained using a BD FACScan and an EPICS Elite
b + +P-H, HIV-1 antibody positive, CD4  cell counts $ 500; P-L, HIV-1 antibody positive, CD4  cell counts # 200;

+    P-M, HIV-1 antibody positive, CD4  cell counts > 200 but < 500; N, HIV-1 antibody negative

CDC Model Performance Evaluation Program
T-Lymphocyte Immunophenotyping


